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1. System Setting

2. Control Mode

1. Pumphead: MG209

2. Ext Cont.: ON

MG204

M 209G

Press

or

Up Key

Down Key

1. System Setting

2. Control Mode

Flowrate

Dispensing

Flowrate

Dispensing

Test T.: 60”

Cal Vol: 857.1ml

Test T.: 60”

Cal Vol: 857.1ml

Press
or

Up Key
Down Key

Press
to save

the setting

Confirm
Key

Test T.: 60”

Cal Vol: 857.1ml

Test T.: 60”

Cal Vol: 857.1ml

Run Time: 55.3”

Cal Vol: 857.1ml

Press
to

Start/Stop
start

Input measured
volume and press

to save itConfirm Key
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1. System Setting

2. Control Mode

Flowrate

Dispensing
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First confirm the
dispensing volume.

Select suitable pump
head according to
'pump head and flow
rates table.

Enter 'System
Setting' interface to
select pump heads.

Enter 'Control Mode'
interface, choose
'Dispensing' mode.

Return dispensing
working interface to
start dispensing work
after the calibration
process is over.

Enter 'Dispensing
Calibration' interface
to calibrate
dispensing volume.

Enter 'Dispensing
Setting' interface to
set dispensing
parameters.

Public End
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1. Pumphead: M 209

2. Ext Cont.: ON

G1. System Setting

2. Control Mode

Ext Control:

On OFF

Press
or

Up Key
Down Key
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0.5 5V 1 10V 4 20mA- ， - ， - Start/Stop signal
input (5V TTL)

4

5

+

-

2

5

+

-

1 10kHz
frequency input
control speed

-

Start/Stop signal
input (5V TTL)



Micro Gear Pump Drive Operating ManualMicro Gear Pump Drive Operating Manual


